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Measure1

Manual
Name Type Nominal Distance Measured Distance Deviation Error

Boss Diameter Boss 70.000 70.100 0.100 -

Measure2

Manual
Name Type Nominal Distance Measured Distance Deviation Error

Boss Diameter Boss 70.000 69.950 -0.050 -

Measure3

Manual
Name Type Nominal Distance Measured Distance Deviation Error

Boss Diameter Boss 70.000 70.050 0.050 -
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